An ELISA method for the quantification of anti-streptolysin-O antibodies.
This paper describes a new assay, based on the ELISA technique, for the quantification of antibodies to streptolysin-O (ASLO). We have compared its performances with that of a standard method (inhibition of hemolysis). Using a panel of 137 sera covering the whole range of ASLO titers, the results showed a good correlation between both methods but the ELISA method was more reproducible than the standard technique, thus represents a convenient alternative for the quantification of ASLO.